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	966-1 Chamber

	Job No.:
	NOONTEC
	Ant.Polar.:
	Vertical

	Standard:
	EN 55022 Class B
	Test Distance:
	

	Test item:
	Radiated Emission Measurement
	Power:
	AC 230V/50Hz

	Temp.(C)/Hum.(%RH):
	26(C)/60%RH
	Date:2011-1-6
	Time:9:31:47

	Company:
	NOONTEC
	EUT: 
	

	Model:
	SAW1 
	Test By: 
	NOONTEC

	Test Mode: 
	FULL LOAD
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	No.
	Frequency
	Reading
	Correct
	Result
	Limit
	Margin
	Height
	Degree
	Remark

	
	(MHz)
	(dBuV)
	Factor(dB/m)
	(dBuV/m)
	(dBuV/m)
	(dB)
	(cm)
	(deg.)
	

	1
	54.2500
	45.74
	-24.31
	21.43
	30.00
	-8.57
	
	
	peak

	2*
	146.4000
	48.59
	-19.09
	29.50
	30.00
	-0.50
	
	
	peak

	3!
	153.6750
	46.36
	-17.21
	29.15
	30.00
	-0.85
	
	
	peak

	4!
	165.8000
	45.21
	-16.77
	28.44
	30.00
	-1.56
	
	
	peak

	5!
	180.3500
	40.02
	-13.73
	26.29
	30.00
	-3.71
	
	
	peak

	6
	228.8500
	32.57
	-16.19
	16.38
	30.00
	-13.62
	
	
	peak
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